
Female Patient Collection Algorithm — GC/Chlamydia/Trich 

GC/Chlamydia 

Pap 

 Thin Prep Vial 
(GC/Chlam) 

LAB3432,        
LAB3433,      

or LAB3434    
(depends on HPV   
order preference) 

Not Collecting Pap 

Vaginal Swab 

Orange Aptima
(GC/Chlam)  

LAB1376 

Urine   

Yellow      
Aptima Tube 
(GC/Chlam)   

LAB3018 

GC/Chlamydia/Trich 

Collecting Pap        

Pap    

 Thin Prep Vial 

LAB3930,   
LAB3931, 

or LAB3932 
(depends on HPV   
order preference) 

Vaginal Swab 

Orange Aptima  
(GC/Chlam/Trich) 

LAB3740 

Urine   

1 Yellow
Aptima Tube   

(GC+Chlam/Trich) 

LAB4188

Not Collecting Pap 

OR OR 

Collecting Pap 
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Female Patient Collection Algorithm — BV/Candida/Trich/GC/Chlamydia 

BV/Candida 

Vaginal Swab 

Green BD Max 
(BV/Candida)   

LAB3739 

BV/Candida/Trich 

Vaginal Swab 

Green BD Max    
(BV/Candida/Trich) 

LAB3738 

BV/Candida/Trich/GC/Chlamydia 

Vaginal Swab 

Orange Aptima
(GC/Chlam)  

  LAB1376 

Vaginal Swab 

Green BD Max 
(BV/Candida/Trich) 

LAB3738 

Collecting Pap Not Collecting Pap 

Pap 

 Thin Prep Vial 
(GC/Chlam) 

LAB3432, 
LAB3433, 

or LAB3434 
(depends on HPV 
order preference) 

Vaginal Swab 

Green BD Max     
(BV/Candida/Trich) 

LAB3738 

AND AND 

Important Note:  BD Max Vaginal Swab should be collected before use of lubricant. 
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Genital      
Mycoplasma   

Profile 

Candida* 

Vaginal Swab 

Orange Aptima 

 LAB3600      
ref lab sendout 

HSV 1/2, 
Lesion

Vaginal/
Vulvar Swab
UTM Swab

  LAB3921

Female Patient Collection Algorithm — Individual Tests 

Vaginal Swab

Orange Aptima 

 LAB3612 
ref lab sendout 

* Six species profile: C. albicans, C. glabrata, C. tropicalis, C. parapsilosis, C. lusitaniae, C. krusei
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Male Patient Collection Algorithm — GC/Chlamydia/Trich 

GC/Chlamydia/Trich 

Urine
†

1 Yellow Aptima Tube 
(GC+Chlam/Trich)

LAB4188 

GC/Chlamydia 

Urine
†

Yellow Aptima Tube

(GC/Chlam) 

LAB3018 

† 
If no urine collection is possible, please ask lab about alternative specimens. Urethral swab is also acceptable, 
specimen should be collected in Unisex Aptima Swab, and should be ordered as MISCT. 
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